Abstract. Organic measurements, such as biological oxygen demand (BOD) and chemical oxygen demand (COD) were developed decades ago in order to measure organics in water. Today, these time-consuming measurements are still used as parameters to check the water treatment quality; however, the time required to generate a result, ranging from hours to days, does not allow COD or BOD to be useful process control parameters. Online Organic Carbon Monitoring allows for effective process control because results are generated every few minutes. Though it does not replace BOD or COD measurements still 10 required for compliance reporting, it drives smart, data-driven and rapid decision-making to improve process control and optimization or meet compliances. Thanks to the smart interpretation of generated data and the capability to now take realtime actions, municipal drinking water and wastewater treatment facility operators can positively impact their OPEX efficiencies and their capabilities to meet regulatory requirements. This paper describes how three municipal wastewater and drinking water plants gained process insights, and determined optimization opportunities thanks to the implementation of on-15 line TOC monitoring.
City of Boulder Public Works Wastewater Treatment Facility, Colorado (USA)

Objective
The City of Boulder 75th Street Wastewater Treatment Facility (WWTF), USA gained insight and determined optimization opportunities through the use of online TOC monitoring implemented since March 2015. In addition, the city is looking to gain approval for long-term BOD:TOC correlations from the State of Colorado in order to replace biochemical oxygen demand 5 (BOD) analysis with TOC analysis which is a faster, easier, and more accurate method of measuring the organic strength of wastewater.
The City of Boulder's (WWTF) 2008 upgrades marked an important transition from a trickling filter/solids contact process to a Modified Ludzack-Ettinger (MLE) biological nutrient removal process. The new activated sludge process has successfully reduced effluent ammonia and nitrate concentrations to levels comfortably below current Colorado Discharge Permit System 10 (CDPS) discharge permit limits. However, effective December 1, 2017, the same permit proposes lower daily maximum ammonia limits and new daily maximum nitrate limits. If the Boulder WWTF's future nitrate limit (17.9 mg N/L for flows ≥ 20 MGD) were imposed on effluent nitrate quality from 2011 to 2014, 111 violations would appear, illustrating the future vulnerability of the current WWTF configuration.
Results 15
On site testing and process modeling pointed to the same cause of incomplete denitrification: a carbon limitation in the anoxic zones of the WWTF's MLE process. The use of data from an online TOC Analyzer allowed the City of Boulder WWTF to demonstrate that the diurnal patterns of carbon and nitrogen were offset enough to contribute to the WWTF's carbon limitation.
This presents a host of optimization opportunities that were previously overlooked as carbon/nitrogen ratios were considered on a daily basis. The city's Nitrogen Upgrades Project, currently in the construction phase, will address the WWTF's carbon 20 limitation by implementing external carbon addition via the sugary by-product of the beer brewing process from a nearby brewery and acetic acid. GE's InnovOx* TOC Analyzer is being used in this study to provide online monitoring of aeration basin influent (ABI) TOC concentrations. The Analyzer collects a sample from a continuously pumped stream and uses heated persulfate oxidation chemistry assisted by supercritical water to oxidize organic carbon. During this supercritical water oxidation (SCWO), the 25 Analyzer's reactor is heated to 375°C and pressurized to 220bar, which conditions are beyond water's critical point.
After implementing online TOC analysis, The City of Boulder WWTF demonstrated that the diurnal patterns of carbon and nitrogen are offset enough to contribute to the WWTF's carbon limitation. Data showed that the peak nitrogen loading of the plant occurs approximately eight hours before the peak carbon loading. Therefore, the biological denitrification process has its highest carbon requirement (due to the highest nitrogen input) hours before it actually receives its highest carbon input. 30
This disconnect between nutrient loading and nutrient requirement presents a host of optimization opportunities that were previously overlooked since as carbon:nitrogen ratios were originally determined via a daily composite which masked the actual offset in the timing of the peak load. inorganic nitrogen in the ABI and the SCT Eff, respectively, so these trends can be approximated to be total nitrogen trends on both the influent and effluent of the activated sludge system. As described previously with an 8-hour delay between the daily nitrogen peak, which occurs in the morning (around 11:30 am) and daily carbon peak, which occurs in the early evening (7-8pm), it is apparent that nitrogen moves through the activated sludge system before peak influent carbon occurs at the aeration basin influent. This offset in diurnal nitrogen and carbon patterns is a significant contributing factor to the WWTF's 40 carbon limitation.
Drink. Water Eng. Sci. Discuss., doi:10.5194/dwes-2017 Discuss., doi:10.5194/dwes- -11, 2017 Drinking Water To further investigate how the offset of diurnal nitrogen and carbon peaks affects denitrification, a calibrated diurnal model will be developed by the plant's engineers using Dynamita's SUMO process simulation software. Key objectives of the 10 modeling effort will be to:
• Determine the optimum set points for the carbon feed system control philosophy
• Determine how to most efficiently use and control the primary clarifier bypass option
• Adjust the side stream ammonia load to improve the secondary influent C/N ratio In addition to providing insight into diurnal variability of the WWTF's carbon limitation, TOC is a faster, easier, and more 15 accurate alternative to BOD. Indeed, TOC is a direct measurement of gross amount of organic matter in waters, including suspended particulates, colloidal and dissolved organic matter, while BOD measures the biologically active organic matter indicating amount of oxygen needed for the biological degradation. Every organic compound has a different BOD. Therefore, BOD is poor in precision, and takes 5 days to generates a result, which is not useful for process monitoring. TOC, however, generates a result every few minutes (typically less than 10) and has a more stable baseline. 20
Drink. Water Eng. Sci. Discuss., doi:10.5194/dwes-2017 Discuss., doi:10.5194/dwes- -11, 2017 Drinking Table 1 . This data was submitted to the Colorado Water Quality Control Division for approval and inclusion into the city's CDPS discharge permit, which expired April 30, 2016 and, as of the time of publication, is on administrative extension. Technologies ZeeWeed* 1000 ultrafiltration (UF) membranes in its treatment process. The source water is 95% surface water that is mixed with reclaim water on site from an equalization (EQ) basin. The reclaim water is primarily backwash from the UF membrane trains. The process of recycling water on site starts with equalization followed by addition of coagulant/ 20 flocculant and then settling in Lamella plate settlers. The settled water is combined with the raw water and fed to the UF membranes.
In order to optimize membrane performance, treatment processes and organic loading of the membranes must be monitored closely to minimize organic and inorganic fouling potential.
The purpose of this study was to use online total organic carbon (TOC) monitoring of the influent and effluent to the plate 25 settlers in order to optimize the treatment of recycled water. Near real-time online analysis of the organic carbon removal for different chemical treatments allowed for rapid understanding of the best treatment options and optimization of treatment as shown in Figure 2 . For example, in this case, online analysis of the organic carbon contributed to understanding source water better and in real-time so smarter decisions could be made to chemical dosages adjustments, protecting membranes from fouling (increasing their life time), and finally contributing to saving money on operational expenditures, while making effluent 30 quality better.
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Results
Organic carbon levels for the two streams (influent and effluent to the plate settlers) were measured using a Sievers InnovOx On-Line TOC Analyzer as shown in Figure 3 . The InnovOx Analyzer uses supercritical water oxidation (SCWO) to oxidize 5 organics and non-dispersive infrared (NDIR) detection to determine organic carbon concentrations. The robust oxidation technology and hardware design provide reliable organic carbon oxidation data even for complex matrices.
For this study, the Analyzer was run in non-purgeable organic carbon (NPOC) mode. NPOC mode involves acidification of the sample followed by sparging with CO2-free air in order to remove any inorganic carbon in the sample prior to oxidation. Drink. Water Eng. Sci. Discuss., doi:10.5194/dwes-2017 Discuss., doi:10.5194/dwes- -11, 2017 Drinking Water Before conducting any process improvements trials, they were dosing chemicals without any controls in place. With the new DBP regulations in place, it was estimated easier to dose excessive chemicals and meet the regulations requirements, than not doing it. This resulted in very high sludge production and costly sludge removal. They managed to reduce operational cost 5 expenditures within several steps of plant optimization, including the ability to change pH, coagulant type, or coagulant dosage to obtain optimum results and ensure removal of organics and know when to regenerate granular activated carbon (GAC).
Conclusions:
Online organic carbon monitoring drives smart, informative and rapid decision making to improve process control of drinking water and wastewater treatment plants so that these treatment facilities can meet regulatory compliances and/or optimize 10 treatment process. Municipal treatment facility operators can use data to make real time actions that impact their OPEX spending and their capabilities to meet regulatory requirements.
These three examples of plants demonstrated that the use of data from a TOC Analyzer provides insights of real-time variations of organic carbon, that can be used to optimize processes, ranging from nutrient dosing at a biological wastewater treatment facility to treating membrane backwash water to minimizing DBP formation potential in drinking water. 15
Implementing TOC analysis at water treatment facilities is a powerful tool that can help operators continue to effectively treat water and positively impact the costs of treatment, in order to meet current and future regulatory requirements.
